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EMI  −  T E S T   R E P O R T 
 

      Attachment B 
 
          to 
 

 

Test Report No. : 
 

T38935-00-xxTK 
20. November 2014 

______________________________________________________________________________________________ 

Date of issue 
 
 

Type / Model Name : One Touch Select Plus Flex 
   
   
   

Product Description : Blood glucose meter with Bluetooth 4.0 Low Energy 
   
   
   

Applicant : Lifescan Scotland Ltd. 
   

Address : Beechwood Park North 
   
 INVERNESS, IV2 3ED, SCOTLAND 
   
   

Manufacturer : Lifescan, Division of Cilag GmbH International 
   

Address : Gubelstrasse 34 
   
 6300 ZUG, SWITZERLAND 
   
   

Licence holder : Lifescan, Division of Cilag GmbH International 
   

Address : Gubelstrasse 34 
   
 6300 ZUG, SWITZERLAND 
   

 

 

 

 The test report merely corresponds to the test sample. 
 It is not permitted to copy extracts of these test results 
 without the written permission of the test laboratory. 
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1  P h o t o  d o c u m e n t a t i o n  o f  t h e  t e s t  s e t u p  
 

1.1 Radiated measurements : 

 
Open area test site, OATS1 

 
 
 
 

Anechoic chamber, A1 
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1.2 Conducted measurements : 

 
 

Shielded room 2 

 
 

Shielded room 2 

 
 

 
 

 
 


