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Summary:

This document presents the method and results from an accredited COMOSAR Dosimetric E-Field
Probe calibration performed in SATIMO USA using the CALISAR / CALIBAIR test bench, for use
with a SATIMO COMOSAR system only. All calibration results are traceable to national

metrology institutions.
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